Introduction
Since its introduction by MALMSTRÖM [14] in 1954, use of the vacuum extractor has surpassed that of forceps delivery in Europe [14, 15] . The ease and presumed safety with which the vacuum extractor can be applied, coupled with the ability to apply this instrument to the fetal vertex, prior to the cervix having obtained full dilatation, has been responsible for this trend. However, vacuum extraction has been shown to be associated with a significant risk of trauma and fetal cephalhematomas [17] . This has led to a renewed interest in the development of alternative varieties of obstetrical forceps and safer techniques of forceps delivery.
Clinical experience has shown that the performance of outlet forceps deliveries expedites birth in cases of fetal distress and that the use of parallel forceps such as the SHUTE variety offers significant advantages in protecting the fetal cranium during the extraction process [20, 21] . Earlier varieties of obstetrical forceps still in use, especially those with crossed shanks, often produce a significant amount of trauma both to the fetus and the mother [1] . Their application to the fetal head produces a significant degree of compression during the extraction process, thereby increasing the risk of local tissue injury, intracranial damage and local nerve palsies [5] . Moreover, the blades of these forceps characteristically have a wide pelvic cure which tends to distend and traumatize soft tissues of the pelvic outlet during the process of extraction.
In Germany, the NAEGELE and KIELLAND forceps are the most widely used crossed shank varieties. The SHUTE type is the most commonly employed parallel forceps, while the LAUFE forceps [12, 18] is the most commonly used instrument with divergent blades. Unfortunately, use of the above varieties of obstetrical forceps are associated with an unacceptably high incidence of complications [8] .
This paper presents our experience with a new instrument, the divergent Bamberg forceps, which we believe offers distinct advantages over other varieties currently in use in Germany.
Materials and methods
In 1975, a new obstetrical forceps was developed at the Bamberg Obstetrical Clinic in West Germany [22] . This forceps is presented in figure 1 . Since its introduction, the Bamberg forceps has been widely used, both at the Bamberg Obstetrical Clinic and in the Obstetrical Department of the Technical University of Munich. Once introduced into the vagina and applied to the fetal head, the blades of the Bamberg forceps can be made to mold by simply adjust-' ing the slide mechanism on the handle. The degree of head compression as well as the , applied force involved during the extraction can be evaluated by the following equation: μ α AI = -S-sin α-coscos β 2 (figures 3 and 4)
Based on this formula, a sliding force of s = j 2 kp will produce an applied force of only | 0.1 kp. The fact that the eccentrically arranged f\ slide lock will lock automatically whenever the : forceps handles are forced together, makes it Figure 2 . Bamberg divergent forceps (advanced design with closed blades). The slide mechanism is unchanged. To prevent pelvic injuries, the closed blade surface are coated on the outside with teflon [10] .
We contend that a major advantage that the Bamberg forceps has over other varieties lies in the fact that it makes efficient use of the divergent arrangement of its blades and handles about a common pivot -the tapered pin lock.
The forces that are applied directly or indirectly force of maximum 300 g. impossible to increase the applied force inadvertantly during extraction of the fetus. This renders the Bamberg obstetrical forceps especially useful in cases of mild to moderate cephalopelvic disproportion and represents a unique feature not found with any other obstetrical forceps. The use of the Bamberg forceps enables applied force to remain constant during the extraction with a theoretical maximum of 300 g.
An additional force which is superimposed on the applied force during the extraction process is the contact force (A 2). This force is directly proportional to but less than the extraction force (E). The sum of the applied force (A 1) and the contact force (A 2) equals the compressive force (C), which is exerted to the fetal head.
This can be expressed as follows: C = AI + 2 = 1 + E(sin β) (figure 5)
Results
We have performed 483 forceps deliveries using the Bamberg divergent forceps. In addition to this number, there were 36 cases where the Bamberg forceps was used in conjunction with a vacuum extraction.
These forceps deliveries represent approximately 3% of all births at the two institutions ( figure  6 ). In approximately 50% of cases, the indication for forceps delivery was acute fetal distress, while in about 40% of the cases, the indication for forceps delivery was delay in the second stage of labor.
Additional indications for forceps delivery include factors such as malposition of the fetal head and assistance in the case of maternal disease. 84% of the forceps deliveries were outlet procedures, while 14% were low-mid-forceps. In the last years of this study outlet procedures were performed almost exclusively. A retrospective analysis of Apgar scores at 1,. 5 and 10 minutes is presented in figure 7 . Only 10% of cases were associated with mild to mo-:derate degrees of fetal trauma, such as abrasions, bruises and hematomas. No serious sequelae were noted on follow up (table I) .
Discussion
In Europe, the incidence of forceps delivery is significantly lower that in the United States [4] and Australia [7] , where one-fourth to onethird of all deliveries are assisted with obstetric forceps. However, there has in recent times been an increase in the relative number of forceps deliveries as compared to vacuum extractions performed in Europe. This appears to have stemmed from the fact that currently, almost all labors are being electronically monitored, which in turn has resulted in a tendency towards early intervention as soon as "suspicious" fetal heart rate tracings are detected during the second stage of labor. The result is that more forceps deliveries are being performed for fetal distress than has been the case in the past [3, 4, 9, 16, 19, 23] . The fact that most German obstetricians still regard vacuum extraction as a safer procedure than forceps delivery [2, 6] has recently been contested [20] . We similarly contend that not a single study has conclusively shown that vacuum extraction is safer than forceps delivery, and our data is in support of this view. Numerous studies support the contention that divergent forceps provide the safest option with regard to assisted outlet deliveries [1, 7, 11, 12, 13] . Our own experience with the divergent Bamberg obstetrical forceps reveals that not a single severe fetal injury could be. attributed to the use of this instrument. Moreover, the excellent five and ten minute Apgar scores following delivery using the Bamberg forceps further support our view that it is a safe instruent. The helmet effect provided by the blades "of these forceps limits the constant contact pressure and protects the fetal cranium from injury during birth. The Bamberg forceps is also ideally suited for mid-or low-mid forceps rotations and deliveries. The excentric slide on the instrument automatically locks in place. This reduces the likelihood of slippage and allows for a considerable degree of traction to be safely applied. Moreover, the moderate pelvic curve of the blade limits fetal and maternal trauma during the process of forceps rotation. The Bamberg forceps, as with most other obstetrical instruments, can readily be applied under pudendal or saddle block. Application of the forceps is relatively simple. The blades are locked, as illustrated in figures 8 and 9. Note that each handle is separately guided into a position which allows the pivot and the cavity of the lock to cross each other. Simple thumb pressure enables the application mechanism to be moved towards the blades. Following delivery of the head, the application mechanism is shifted backwards by simply using the thumb and the first finger of the (right) hand. Disengagement of the forceps is achieved by simply compressing the handles.
The distinct advantage of being able to apply the cup to the fetal head prior to full cervical dilatation has earned for the vacuum extractor a permanent place in the obstetric armamentarium. In most situations where instrument delivery is required, however, the time required to obtain good application of the vacuum cup to the fetal head, limits its use. In such cases, provided the cervix has attained full dilatation and the fetal head has engaged the pelvis, the forceps offers a far better option. Moreover, it is possible to exert a much greater degree of control on the fetal fead using the forceps than the vacuum extractor.
We submit, based upon the data presented, above, that when opting for forceps delivery, the Bamberg forceps is an ideal choice.
Summary
The design and use of a divergent obstetrical forceps, which was developed at the Staatliche Frauenklinik und Hebammenschule in Bamberg by SIPLY and KRONE are presented. The major advantage associated with the use of this instrument is that it permits the exertion of a limited constant application force (max 300 g) on the fetal head. Thus, compression injuries are effectively prevented and slippage of the forceps with resultant trauma is precluded. La pince divergente de Bamberg a ete presentee en 1975 par SIPLI et KRONE. Son principal avantage resulte de la force d'une pression constante et reduite ä 300 gr. Du fait de la faible pression exercee sur la tete de l'enfant, il n'y a plus de risque de lesion de compression ni d'eraflure causee par la branche de la pince qui s'echappe, cegi grace ä la construction speciale.
Cette pince con?ue et mise au point ä la maternite de Bamberg a ete employee un peu plus tard ä la maternite et dans la policlinique de l'universite de Munich. II ressort du rapport paru a la suite de 483 accouchements pratiques ä l'aide de cette pince dans les deux höpitaux qu'aucune complication serieuse n'a pu etre attribuee a Pemploi de cet instrument.
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